An anatomical database of carpal bone measurements for intercarpal arthrodesis.
During limited intercarpal fusion it is sometimes difficult to determine correct screw length and staple size. This is because of overlap, and the shape and orientation of the carpal bones on radiography. One hundred complete sets of dry cadaver carpal bones were measured to provide an anatomical database of carpal bone measurements. This should help prevent inadvertent overpenetration of fixation devices during surgery.